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Abstract: Position-referenced microscopy (PRM) is based on smart
sample holders that integrate a position reference pattern (PRP) in their
depth, allowing the determination of the lateral coordinates with respect
to the sample-holder itself. Regions of interest can thus be retrieved easily
after culture dish transfers from a cell incubator to the microscope stage.
Images recorded at different instants in time are superimposed in a common
coordinate system with subpixel accuracy. This paper presents such smart
Petri culture dishes and their use for live cell culture monitoring. The
impact of the PRP on the light budget is discussed and performances are
demonstrated. First results on the application of PRM to the observation of
apoptotic body internalization are reported.
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OCIS codes: (170.0180) Live cell culture; (100.0100) Image processing; (120.5050) Phase
measurement; (120.0120) Instrumentation, measurement, and metrology; (180.2520) Fluores-
cence microscopy.
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1. Introduction
Permanent transformation is an intrinsic characteristic of living systems. For example living
organisms undergo constant remodeling during their lifetime. These modiﬁcations occurring at
different scales and at different rates can be linked to physiological (metabolism, development,
differentiation or multiplication) or pathological (degeneration, immortalization, transforma-
tion) mechanisms. From the point of view of microscopy imaging, in addition to expectations
on image quality and deﬁnition, this particularity of living bodies sets two complementary re-
quirements on image acquisition durations:
￿ Image acquisition has to be sufﬁciently short to avoid blurring effects due to biological
mechanisms occurring within the specimen while the image is being recorded.
￿ Sequences of images have to be recorded over time in order to cover the biological pro-
cess involved over its whole duration.
To fulﬁl the ﬁrst point, many techniques have been developed successfully in recent decades.
New techniques or apparatus become progressively reference tools in biology and medical lab-
oratories (for instance) [1–4]. These new methods have also a direct impact on the second point
since short acquisition times allow the recording of image sequences at high rate and thus the
complete documentation of fast processes. However, very little work has been interested in
longer time-constant processes and in the right way to manage living-specimen observations
over days or weeks. Nowadays in the ﬁeld of cell culture, videomicroscopy is used as a ref-
erence method. It couples a microscope with an incubation chamber ensuring cell survival by
controlling temperature, humidity andCO2 concentration. For each experiment, this equipment
is monopolized during the entire protocol duration for the observation of a single culture dish. A
series of sites of interest can however be observed in parallel by means of computer-controlled
stages providing micrometer repeatability in lateral specimen positioning.
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experiment is a drawback, especially in the case of slow processes requiring long term obser-
vations. An alternative way consists in transferring cell cultures from the cell incubator to the
microscope stage for every observation and then to return the specimen to the incubator until
the next observation. In this way, the microscope is made available for other users. But a new
problem arises: how to localize the same regions of interest every time that the specimen is re-
turned onto the microscope stage? This problematic has been addressed in several ways during
the 1980’s [5–8] and then at the end of the 1990’s [9,10]. All solutions are based on grids suited
to partition the specimen surface in labeled sub-surfaces that can be easily identiﬁed visually
by the operator. These devices allow visual recognition of regions of interest but do not provide
accurate position data suitable for precise image registration. More recently, St-Jacques et al.
proposed a similar approach in the ﬁeld of robotics in which a sub-surface label is encoded
within the actual width of the grid separations [11].
Inapreviouspaperweintroducedapositionreferencingprinciplebasedonapseudo-periodic
position reference pattern (PRP) [12]. The latter is suited for lateral coordinate determination of
each recorded image with respect to the sample-holder itself. This principle was demonstrated
to provide a high resolution and was applied to cell preparations ﬁxed on a microscope slide.
Since position is referenced to the sample holder itself, specimens are not required to remain
on the microscope stage and regions of interest can be easily localized from position data. The
present paper reports on advances and characterization of the method. The technique is now
applied to P´ etri culture dishes and actually exploited in live cell culture experiments. In section
2 we brieﬂy recall the PRM principle and present smart P´ etri culture dishes integrating a wide
PRP. Section 3 reports on positioning capabilities of the developed patterns. We demonstrate
improvements in image registration quality in comparison with that allowed by microstage re-
peatability. Finally Section 4 illustrates a biological application of the method in the frame of
experiments intended to document the internalization of apoptotic bodies by human ﬁbroblasts.
The method’s capabilities to comply with different microscopy modes is thus clearly demon-
strated.
2. Position-referenced microscopy (PRM)
In the ﬁeld of live cell culture, the PRM principle beneﬁts from two complementary properties:
￿ To survive and proliferate, cells in culture have ﬁrst to adhere to the culture dish surface.
At a given instant in time, it is then equivalent to locate individual cells or their spatial
position on the culture dish surface.
￿ The short depth of focus of optical microscope objectives allows some kind of vertical
multiplexing of a biological image with a PRP image.
As shown in Figs. 1(a) and 1(b), the image of the cell culture is obtained as the lens is focused
on the upper side of the culture dish surface. This biological image is referenced in position
thanks to the recording of a second image, as shown in Figs. 1(c) and 1(d), after vertical shift-
ing of the focusing depth in order to image the PRP. These two levels of imaging are separated
by a transparent layer made of bio-compatible polymer (PDMS). The thickness of this layer;
i.e. about 40μm in our case; is adjusted in order to avoid image crosstalk while maintaining
an overall thickness that is compatible with the working distance of the lens. A photograph
of a smart culture dish that has been developed is shown in Fig. 2. The PRP is ﬁrst produced
by photolithography on a glass coverslip and then covered by the transparent polymer layer.
This position-referenced part is ﬁnally stuck on the bottom side of usual culture dish that has
been previously pierced to minimize the ﬁnal thickness of the smart culture dish obtained. The
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Fig. 1. PRM principle. (a) Focusing on the biological material; (b) Biological image
recorded (phase contrast plus confocal ﬂuorescence, see Section 4.2); (c) Focusing on the
PRP; (d) PRP image recorded (phase contrast).
Fig. 2. Photograph of a position-referenced culture box; the patterned coverslip is stuck on
the box aperture with bio-compatible polymer.
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spatial extension deﬁnes the size of the area available for PRM applications. The PRP concep-
tion as well as the image processing methods used for position reconstruction are described in
detail elsewhere [13] and summarized in the following section. Lateral coordinate data obtained
from PRP image processing are also valid for the biological image since the only displacement
operated between the recording of both images is vertical. Thanks to the PRM principle, any
biological image recorded is thus position-referenced with respect to the culture dish. Any po-
sition of interest can be found easily at any time; i.e. after several culture dish transfers from
the microscope stage to the incubator and vice-versa. Furthermore, recorded images can be reg-
istered digitally to be displayed in a common reference system. Image superimpositions with
subpixel accuracy can thus be obtained. The latter can be used for reconstructing image se-
quences or videos presenting the transformations of any region of interest with the same spatial
accuracy as if the culture dish had been maintained static on the microscope stage during the
whole protocol duration.
3. PRM performances
3.1. Basics of position encryption and reconstruction
The PRP is based on a pseudo-periodic frame of partially reﬂective spots on a transparent back-
ground (Fig. 1(d)) [13]. The periodic frame allows phase measurements; i.e. a ﬁne interpolation
of the elementary period of the pattern; that result in high accuracy in position measurement.
The periodic frame is however made pseudo-periodic by removing a fraction of the dots in such
a way to encrypt the order of each line and column of dots with respect to the top left corner of
the PRP. In such a way, 2π phase ambiguities inherent to phase measurements are compensated
in an absolute way through the decryption of the missing dot distribution present in each ﬁeld
of observation. Once a local image of the PRP is recorded, its position with respect to the PRP
coordinate system is reconstructed in two steps. The ﬁrst step involves linear phase processing.
It allows the sharp localization of the periodic dot distribution with respect to the pixel frame
of the recorded image (ﬁne measurement) as well as the in-plane orientation of the view. The
second step involves binary image processing. Its aim is to identify the distribution of the miss-
ing spots for the determination of the order of the lines and columns under view. This results
in a coarse but absolute position measurement. The latter is combined with the ﬁne but relative
measurement provided by the phase processing to ﬁnally give the ﬁne and absolute position of
the zone under view.
3.2. Effect of PRP on light budget
If an inverted microscope is used as described in Fig. 1, the PRP has to be crossed twice in
the formation of the biological material image. This section considers the impact of the PRP
on the imaging system performance and on the ﬁnal light budget of PRM. From the point of
view of optical wave propagation, the problem consists in determining the disturbances of the
point spread function (PSF) observed in the focusing plane that are due to the presence of the
PRP. Figure 3(a) represents the intensity distribution of the converging wave in the plane just
behind the PRP. In this plane, the optical wave is given by the product of the PRP transparency
by usual spherical wave, here with a gaussian intensity distribution. The phase change due to
the PRP comes from the coverslip thickness and can be considered to be uniform. The converg-
ing wave has thus usual spherical phase distribution associated with an intensity distribution as
in Fig. 3(a). The propagation of the altered spherical wave up to the focusing plane has been
calculated by using the angular spectrum of plane waves approach in the scalar approxima-
tion [14,15,17]. A 2D Fourier transform is ﬁrst applied to the converging beam in the plane just
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agated up to the focusing plane by applying the appropriate phase changes. Finally, an inverse
2D Fourier transform is performed to obtain the desired PSF.
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Fig. 3. PRP impact on PSF: (a) converging wave after PRP crossing; (b) computed PSF in
the focusing plane in logarithmic scale.
Computations have been performed on digitally generated images of 2048×2048 pixels,
with a sampling distance of 0.2μm that avoids aliasing, and for a wavelength of 0.45μm. The
PRP is made of square dots of 2μm×2μm with a period of 4μm as used experimentally. Dif-
ferent proportions of absent dots have been considered in order to evaluate the effect of this
parameter on the light budget. In Fig. 3(a), only the central part of the converging wave is pre-
sented for an improved visualization of the PRP structure. Figure 3(b) presents a typical PSF
obtained with a logarithmic scale. As can be expected, secondary focusing spots appear that are
distributed along a square grid. These secondary lobes present two drawbacks. Firstly, the light
energy diffracted in these lobes is lost for the central part of the PSF. The light budget is there-
fore decreased. Secondly, these secondary lobes may contribute to ghost images by returning
the detector light coming from out of axis specimen points. It is thus of prime importance to
reduce the power of these secondary lobes to the minimum in order to avoid these drawbacks.
The width of the central lobe of the PSF is not affected by the PRP. This fact can be understood
easily since the dot distribution does not modify the numerical aperture of the converging beam.
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Diffraction Pattern in the Focus Plane Versus the Dot Material Transparency and the Pro-
portion of Absent Dots
Absent dots
Dot Transparency 1/4 1/9 1/16 1/25 none
100% (no dot) 100%
95% 98.1 97.7 97.6 97.6 97.5
75% 90.8 89.2 88.6 88.3 87.8
50% 82.2 79.1 78.0 77.5 76.6
25% 73.9 69.5 68.0 67.3 66.1
0% 66.0 60.5 58.6 57.8 56.3
0% - duty cycle: 0.4 76.6
Computations were performed for different PRP conﬁgurations as summarized in Table 1.
We observe that for completely opaque dots, the amount of light power concentrated in the
central peak of the PSF is only 58.6% with a proportion of one absent dot out of every 16. After
a double pass across the PRP, this would correspond to a light budget of only 34.2%. Such a
drastic reduction of the light budget is not acceptable, especially in ﬂuorescence microscopy
that requires the minimizing of photobleaching. There are two main possibilities for reducing
the rate of light loss due to the PRP. The ﬁrst one is to use semi-transparent dots instead of
opaque ones. One can see in the table that the amount of light intensity in the main PSF lobe
increases with the dot transparency. A gain of 30%, from 58.6% to 88.6% is observed if the
dot transparency is increased to 75%. Such a dot transparency would be easily detected by
microscopy systems dedicated to biological samples that are known to produce relatively weak
contrasts. A second way of reducing the impact of the PRP on the light budget is to decrease the
pattern duty cycle by choosing a smaller dot size. In the last line of the table, with a duty cycle
of 0.4; i.e. a dot size of 1.6μm instead of 2μm, the percentage of light intensity concentrated in
the central peak is increased from 58.6% to 76.6%. So, dot transparency and pattern duty cycle
are two parameters that can be tuned for improving the overall light budget signiﬁcantly. If a
highly sensitive detection system is used, for instance with a photomultiplier tube in a confocal
conﬁguration, both dot transparency and duty cycle can be optimized to maintain the negligible
light loss rate. If a less sensitive detection is used, proper imaging of the PRP may require light
losses of up to 10% or 20%.
Ghost image formation is not an actual problem. In fact, the amount of light received by each
secondary lobe is too small to contribute signiﬁcantly to the detected image. This is especially
true in an inverted conﬁguration in which stray light has to be diffracted twice by the PRP. One
may also notice than in ﬂuorescence microscopy, since the diffraction pattern is wavelength
dependent, the excitation PSF would be different from the emission one. This slight mismatch
would still reduce the probability of stray light detection.
We would like to note that computations summarized in Table 1 have to be considered as
orders of magnitude instead of sharp and deﬁnitive values since they correspond to speciﬁc
setup parameters; for instance a numerical aperture of 0.5. For high numerical apertures, the
scalar approximation is no longer valid and a vectorial approach is required [16]. Fluctuations
of a few percent may thus be observed in the case of large numerical aperture lenses. In exper-
iments presented in the following, we used PRPs produced in our technological facility. They
present a dot transparency of about 40% and a duty cycle close to 0.4. They also present some
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3.3. Positioning performances
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Fig. 4. Deviation of reconstructed PRP positions from a straight line for a linear displace-
ment of 500nm by the PZT. blue: PRP method; red: subpixel correlation method. Standard
deviation between two curves: 2.5nm
Themethodcapabilitiestoprovideabsoluteandhigh-accuracyin-planecoordinatesoftheﬁelds
of observation from the processing of the PRP images have been demonstrated elsewhere [13,
17,18]. Resolutions achieved are in the range of a few nanometers for lateral position and of
10−3 degree for in-plane orientation. As an illustration, Fig. 4 presents the lateral positions
reconstructed by the PRP method in comparison with that reconstructed from a typical image
correlation method. In this experiment, the PRP is attached to a (PI P-615) servo-controlled
piezoelectric translator (PZT) and observed by means of a 10× magniﬁcation objective and a
56dBCCD camera. The PZT was then shifted by steps of 10nm over a distance of 500nm with
the recording of an image at each position. This set of images has been processed following
the PRP decoding procedure as well as by a subpixel correlation method used as a reference.
After subtraction of the mean straight line we obtain the curves presented in Fig. 4. We can
see that the two curves suffer from the same distortions, about 50nm peak to peak. The latter
are due to PZT behavior that is unable to achieve the required positions as well as to external
mechanical disturbances. In spite of this non-linear PZT displacement, the distance between the
two curves remains very small and its standard deviation is only 2.5nm. From these data the
lateral resolution of the PRP method can be estimated to be better than 10nm by considering
the usual 3σ interval [19].
These high accuracy capabilities have been used for the characterization of the performances
of the motorized stage (Prio Scientiﬁc H117 ProScan) used in our microscopy setup. For this
purpose, we chose a set of ﬁve reference positions, a few tens of micrometers apart from each
other. Then we send a control signal to the stage to rejoin successively every position and to re-
produce this cycle 25 times. At each stop, an image of the PRP was recorded and then processed
in order to determine the positions actually visited by the motorized stage. Figures 5(a) and 5(b)
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Fig. 5. Characterization of motorized microscope stage capabilities to retrieve a given po-
sition. (a) successive stage positions as reconstructed by PRP image processing. (b) same
as (a) without reference position. (c) direct superimposition of reference image (red) with
the second image (green). (d) same as (c) after image registration from PRP position.
present the results obtained for the ﬁrst position. The latter are similar to that obtained for the
otherfourreferencepositions.Wecanobservethatdespitequietagoodrepeatability (Fig.5(b)),
the positions retrieved by the stage are at a distance of more than 2μm from the expected ref-
erence position (Fig. 5(a)). A systematic error thus appears quite clearly. It is signiﬁcant and
may be dependent on the stage motion history. If the image recorded at the reference position
is directly superimposed on that recorded after the ﬁrst cycle, as would be done by using stan-
dard video-microscopy methods, we obtain the result presented in Fig. 5(c). The effect of the
systematic error appears clearly as severe blurring of the image obtained. However, if PRP data
are used for digital subpixel image registration, we then obtain the superimposition shown in
Fig. 5(d). In this case the systematic error is compensated for and images can be compared as if
no stage displacements had occurred. This capability of PRM to comply with motorized stage
limitations and to take them into account for sharp image registration is a second advantage in
comparison with usual video-microscopy procedures.
4. Live cell application
4.1. Cell growth observation
PRM has been validated by observing the growth of a live cell culture by means of different
microscopy modes. In this experiment, P´ etri culture dishes are systematically transferred from
the incubator to the microscope stage for every observation and vice-versa after the observa-
tion. The zone of interest is easily retrieved by means of PRP data. Furthermore, the highly
accurate lateral coordinates obtained are used for image registration. We thus obtain a sequence
of images displayed in a common reference system and in which the differences observed are
only representative of transformations that have occurred in the cell culture. Figure 6 presents
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Fig. 6. Evolution of a ﬁbroblast culture as observed by phase contrast microscopy. The
chosen zone corresponds to a dust artefact around which cells are transforming. Sequence
of images after digital registration by the PRM method. Image size: 120×120 pixels; 48×
48μm2;6 0 × oil lens N.A.=1.42.
such a sequence of images as obtained from a human ﬁbroblast culture observed at time inter-
vals of one hour over two days by phase contrast microscopy. To illustrate PRM capabilities to
retrieve a region of interest with high resolution, we made a zoom on a zone in which a dust
artefact is stuck on the P´ etri dish. This particle appears as a diagonal stick around which cells
are proliferating. We can observe that the particle of interest lies at the same image location in
all the images while cells take different forms and extensions. One may also notice that PRM
is only concerned with lateral positions and remains insensitive to focus adjustments or light
intensity ﬂuctuations.
A different zone of that ﬁbroblast culture is presented in the video of Fig. 7 that was obtained
by ﬂuorescence confocal microscopy on the same setup. In this case, a CFDA-SE ﬂuorochrom
is used for labeling membrane and intracellular proteins of ﬁbroblast cells. The video demon-
strates again the ability of PRM to comply with cell culture transfers from cell incubator to
microscope stage and to provide high resolution image registrations suitable for live cell cul-
ture monitoring.
4.2. Internalization of apoptotic bodies by ﬁbroblasts
Apoptosis is a highly regulated process of cell death and plays a fundamental role in the mainte-
nance of tissue homeostasis in adult organisms. Numerous studies in recent years have revealed
that apoptosis is a constitutive suicide programme expressed in most, if not all cells, and can be
triggered by a variety of extrinsic and intrinsic signals.
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and after image registration by PRM. Image size: 200×200 pixels; 120×120μm2;2 0 ×
dry N.A.=0.5.
During the cell death process, the cell undergoes nuclear and cytoplasmic condensation with
blebbing of the plasma membrane, and eventually breaks up into membrane-enclosed particles
termed apoptotic bodies containing intact organelles, as well as portions of the nucleus. These
apoptotic bodies are then rapidly recognized, ingested and degraded by speciﬁed phagocytes or
neighboring cells [20].
Nonetheless, many studies have suggested that DNA from apoptotic bodies may even be
rescued and reused by other cells, in which case we talk about horizontal DNA transfer. In the
case that the transferred DNA harbors oncogenes, the recipient cell may become an immortal
and transformed cell (cancerous cell).
Fig. 8. (Media 2, Media 3) Video of the phagocytosis of an apoptotic body (green) by a ﬁ-
broblast(red)asobservedbyﬂuorescence confocal microscopyand afterimageregistration
by PRM. Image size: 290×280 pixels; 116×112μm2;6 0 × oil N.A.=1.42.
Based on these observations, biologists are investigating if this phenomena is also applica-
#140190 - $15.00 USD Received 4 Jan 2011; revised 13 Apr 2011; accepted 14 Apr 2011; published 25 Apr 2011
(C) 2011 OSA 1 May 2011 / Vol. 2,  No. 5 / BIOMEDICAL OPTICS EXPRESS  1317ble to cervical cancer cells, which is a cancer induced by oncogenic human papillomaviruses
[21,22]. To corroborate this, we used encoded P´ etri dishes for monitoring in a same cell the
dynamics of apoptotic body internalization by healthy cells. For this purpose, we tracked the
cellular evolution of a co-culture of human ﬁbroblast cells with apoptotic bodies. Fibroblast
cytoskeleton was labeled with a red dye (PKH26) while in a separate culture dish, apoptotic
bodies where labeled with a green dye (CFDA-SE). Then apoptotic bodies were incubated with
the ﬁbroblasts for a 24 hours experiment of co-culture with an observation every hour by using
the PRM technique. Different sites of interest were documented among which we could ob-
serve apoptotic body internalization by a ﬁbroblast cell. The corresponding sequence of images
is presented in the video of Fig. 8. This video combines images from confocal ﬂuorescence
microscopy of the two dyes with those obtained by phase contrast imaging. We observe signif-
icant displacements of the ﬁbroblasts on the P´ etri culture dish surface. We can see that all of
the apoptotic body (green) adherent to a ﬁbroblast (red) in the upper left part of the ﬁrst image
is progressively internalized within the ﬁbroblast. The appearance of the yellow shade results
from red-green combination at the same location. Discussion on the biological signiﬁcance of
this observation is outside the frame of this paper. The important thing here is the new possi-
bility offered by PRM to reconstruct such videos from images registered digitally in a common
reference system while obtained after multiple P´ etri culture dish transfers from cell incubator
to microscope stage.
5. Conclusions
This paper establishes what we call Position-Referenced Microscopy (PRM) as a mature tech-
nique for live cell culture monitoring by using various modes of optical microscopy. Proof of
principle had been demonstrated previously on a biological specimen ﬁxed on a microscope
slide [12]. As described here, smart P´ etri culture dishes inserting a PRP allow actual use of the
technique in live cell experiments. The size of the encoded area has been extended to 1cm2 and
the impact of the PRP on the light budget has been evaluated and discussed.
Biological observations allowed by PRM were already possible by monopolizing a video-
microscopy equipment. The interest of the method is of practical order since culture dish trans-
fers from microscope stage to cell incubator and vice-versa are now supported without perfor-
mance deteriorations. Furthermore lateral resolution achieved by PRM is shown to be much
better than that proposed by a motorized microscope stage. Unperfect stage displacements are
quantiﬁed and compensated for with accurate image registration. Finally, live cell culture exper-
iments reported in the paper, especially the internalization of an apoptotic body by a ﬁbroblast,
demonstrate the interest of PRM as a useful tool for biomedical research.
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